This report describes X-cut lithium niobate's (LiNbO 3 ) utilization for voltage sensing by monitoring the acoustic wave propagation changes through LiNbO 3 resulting from applied voltage. Direct current (DC), alternating current (AC) and pulsed voltage signals were applied to the crystal. Voltage induced shift in acoustic wave propagation time scaled quadratically for DC and AC voltages and linearly for pulsed voltages. The measured values ranged from 10 -273 ps and 189 ps -2 ns for DC and non-DC voltages, respectively. Data suggests LiNbO 3 has a frequency sensitive response to voltage. If voltage source error is eliminated through physical modeling from the uncertainty budget, the sensor's U 95 estimated combined uncertainty could decrease to ~0.025% for DC, AC, and pulsed voltage measurements. 4 5
LIST OF FIGURES

LIST OF TABLES
Currently, calibrated devices include capacitive and resistive dividers, which load pulse forming networks differently. The ideal device should not alter the pulse forming network. Piezoelectric crystals offer advantages important to HV sensing, which include relative high electric field breakdown voltage [7] and the ability to operate over a large frequency range. This report focuses on using the piezoelectric crystal lithium niobate, LiNiBO 3 , as the HV sensing element.
One advantage of using LiNiBO 3 is that it inherently has larger piezoelectric stress constants in comparison to other piezoelectric materials such as quartz and gallium arsenide [8] . This material property leads to increasing strain in the material as a result of an applied voltage. One major disadvantage to using LiNbO 3 is that there exists no temperature stable cut for this crystal, so the electrical, optical, and mechanical material properties vary with temperature, on the order of 94 ppm [9] . The data presented in this report take advantage of this piezoelectric property by allowing the crystal to be utilized as a time-of-flight sensing element to measure the acoustic wave delay as a function of applied voltage. Furthermore, temperature effects were minimized by implementing sealed fixtures and operating in a tightly controlled temperature (23 ± 1 °C) environment.
Previous reports have taken advantage of the Pockels effect, and the intensity of the incoming wave versus the outgoing wave was compared to extract the applied voltage [10] . Three advantages of using acoustic waves over lasers are: 1) longitudinal acoustic waves are not polarization dependent; 2) acoustic waves are not susceptible to low frequency vibrations; 3) the cost of developing and maintaining an acoustic wave based system is generally lower. In this report, a bulk acoustic wave (BAW) element is utilized as the HV sensing element.
EXPERIMENTAL SETUP
Voltage Sensing Element and Fixture Configuration
The piezoelectric crystal chosen for this study was X-cut LiNiBO 3 
Acoustic Transducer, Crystal Characterization, and Temperature Effects on Acoustic Propagation Time
In this experiment, an acoustic wave propagates through the crystal and is monitored before, during, and after the HV was applied. The transducers operated at 10 MHz with 5 MHz in bandwidth at -6 dB and had a piezoelectric element size radius of 3 mm. The transmitting and receiving transducers used in this experiment were of the same make and model (Olympus C563). The transducers were controlled by a pulser/receiver system (Olympus 5073PR) through 1 m cables. The pulser/receiver was synchronized to a frequency/time interval counter (Stanford Research Systems SRS 620) through use of a common 10 MHz signal.
The crystal cut was verified using time-of-flight measurements to determine the acoustic velocity. The pulser/receiver unit was used to transmit and receive the acoustic wave and a Tektronix TDS3032B 300 MHz oscilloscope was used to collect the receiving transducer signal.
This signal corresponded to the longitudinal wave acoustic propagation velocity, v a = 6700 ± 200 m/s. To verify that this measured velocity was associated with a longitudinal mode, Christoffel's equation, which describes the necessary conditions for acoustic wave TOP propagation in a material, was solved for the modes in a 0° X-cut crystal [12] . inside the air bath but just outside the fixture was present to determine when the system's temperature has reached equilibrium. Furthermore, the temperature was allowed to equilibrate inside with the air temperature for at least 4 hours prior to taking readings.
To determine the source heating effect's influence on the crystal response, an 1100 V DC signal was applied for 1 hour to the crystal. The amount of energy deposited onto the crystal for this time was calculated to be ~540 J based on bulk crystal properties. The specific heat equation, Q = m c c v T, was used to determine the amount of temperature change for the amount of energy dissipated, where Q is the energy, m c is the lithium niobate mass, is the volumetric specific heat of lithium niobate, and T is the temperature change. T was calculated to be 0.001 °C.
Experimental Procedure
A schematic of the experimental set up is shown in Figure 4 . A 1 V, 1 kHz pulse from a signal generator (HP 33250A) was used to trigger the pulser/receiver unit. The crystal was mounted in the fixture and the transducers were aligned until the receiving pulse signal amplitude was maximized. To ensure that the acoustic transducer's steel casing was not being short circuited to the crystal's gold electrodes, two 0.5 mm pieces of glass were added to both ends of the crystal for electrical isolation. For pulse measurements, a Berkeley Nucleonics 6040 pulse generator using a Model 302H module was used for producing pulsed voltages up to 800 V with 5 µs pulse width and 100 ns delay time. Due to the sensing element's high impedance, a 50  100 W rated resistor was placed in parallel so that the total load impedance closely matched the Model 302H 50  output impedance. Ten single event pulses were performed at each voltage.
Simulation Configuration
Two different COMSOL Multiphysics models were implemented. The first model used 0° X-cut L o +L calc could be used for acoustic wave propagation model. The acoustic wave propagation model geometry is shown in Figure 5 . The overall thickness of both the source and receiving transducer were 0.370 mm (cross hatched portion in Figure 5 ), which corresponds to a transducer operating at 10 MHz. Low reflectivity boundary conditions (single hatched portions in Figure 5) were set on the lateral boundaries of the source and receiving transducer to dampen any reflections. A 10 V Heavyside step function pulse of 1 ns duration was used to stimulate a 10
MHz acoustic wave through the crystal (solid fill in Figure 5 ). For all transient simulations a time step of no greater than 10 ps was used. 
RESULTS AND DISCUSSION
Experimental Results
Using the time interval counter, the change in acoustic delay time between the transmitting and receiving transducer before, during, and after a voltage was applied to the crystal was monitored. 
Discussion
The acoustic wave crystal response to applied voltage ranged from 10 -273 ps, 189 -873 ps, and 250 ps -2 ns for the DC, AC, and pulsed voltage measurements, respectively. Figure 10 compares In this work, both the crystal's temperature variation due to source heating and stability of the acoustic propagation time with varying temperature were analyzed independently. With these two data sets, it was possible to ascertain how much acoustic propagation delay was associated with source heating. Combining the source heating calculation temperature change of 0.001 °C with the crystal's acoustic propagation time variation with temperature from Figure 9 , it was determined that the source heating contributes at most a 0.14 ps propagation time delay to the measurement. This source heating related propagation delay is significantly smaller than the time interval counter accuracy of 50 ps, which concludes crystal heating due to energy deposition was an insignificant source of error for this work. Combining the heating and cooling coefficients from Figure 9 leads to a temperature coefficient 118 ppm/°C, which is consistent with previous literature [9] . Tables 1-3 show the uncertainty budgets for the DC, AC, and pulsed voltage measurements where the source has been removed. The largest uncertainty contribution is from the temperature fluctuations due to the crystal. If the source is included in the calculations, the expanded estimated U 95 for DC, AC, and pulsed voltage measurements would be 0.031%, 0.121%, and 1.1%, respectively. Consequently, the percent contribution from each voltage source itself would be 1%, 76.84%, and 98.7% for DC, AC, and pulsed voltage measurements, respectively.
Appendix C shows the estimated uncertainty with the voltage source included. The measurement technique used in this work was source independent, since only a time delay was being measured. 
IMPACT
The resulting experimental data of this project show a quadratic relationship that is only seen in a few other systems. This result both complicates the physical modeling and limits the useful range of the voltage sensor, whereas a linear relationship would mitigate these issues. Varying crystalline cuts to optimize voltage response of acoustic waves is one possible route to answer this challenge. It is possible that through the use of a different cut, the crystal distortion from voltage application will possess a linear relation as well as a higher sensitivity to the applied voltage. Further techniques utilizing optical measurements are being considered as a second transduction method. Additional work is pending to complete simulation results to allow direct comparison with the reported data. These results will be used to develop simulation to experiment correlations which will then be used to investigate alternative crystalline cuts such as 36° X-Cut LiNbO 3 , and scale the system for the desired HV range.
No programs have been directly impacted by the preliminary results of this project. With improved science and technology previously mentioned, multiple weapons programs will adopt and utilize this type of measurement technique. In particular, a number of product testers that are in the queue for supportability improvements and modernization can use this type of measurement to supplement their current capabilities.
Two direct sources of funding are being sought from the nuclear weapon community that will directly benefit from this work. A third non-NW funding source will also be sought. The first source is directly through the Primary Standards Laboratory to improve measurement capabilities to ensure the ability to support Sandia National Laboratories and other DOE/NNSA applications. Once the foundational measurement science details have been resolved, a weapons program has agreed to tentatively fund this research through implementation into one of their product testers. The third source of funding that will be approached is the power industry via contacts at the NIST that have expressed interest in assisting to improve high voltage measurements.
CONCLUSION
This work reported that DC, AC, and pulsed voltage measurements were made using a 
APPENDIX A: MATERIAL CONSTANTS USED FOR COMSOL FEM SIMULATION 36° X-cut LiNbO 3
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